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(j> circumferential angle around cone surface, measured from windward 

generator 

angle between tangent to limiting streamline (surface shear stress 
trajectory) and cone generator 

Subscripts 

A line of attachment or reattachment 

C test model 

51 primary separation line 

52 secondary separation line 
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or / wall quantity 
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Wire buried-wire quantity 

0 reference condition for temperature coefficient of resistance, see 

Section 4 
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Hiroshi Higuchi 
Dynamics Technology, Inc.* 
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SUMMARY 


A compact, nonobtrusive, bi-directional, skin-friction gage has been 
developed to measure the mean shear stress beneath a three-dimensional bound- 
ary layer. The gage works by measuring the heat flux from two orthogonal 
wires embedded in the surface. Such a gage was constructed and its charac- 
teristics were determined for different angles of yaw in a calibration experi- 
ment in stibsonic flow with a Preston tube used as a standard. Sample gages 
were then used in a fully three-dimensional turbulent boundary layer on a 
circular cone at high relative incidence, where there were regimes of favorable 
and adverse pressure gradients and three-dimensional separation. Both the di- 
rection and magnitude of skin friction were then obtained on the cone surface. 


INTRODUCTION 


Ludwieg (ref. 1) was the first to introduce a skin-friction gage for 
measurements beneath a turbulent boundary layer, the principle of which de- 
pends on the heat transfer from the wall into the laminar sublayer. Liepmann 
and Skinner (ref. 2) established effects of pressure gradient and compress- 
ibility on gage performance and obtained a unique calibration in both laminar 
and turbulent flows. This type of heat-transf er gage is claimed to be less 
sensitive to pressure gradient (ref. 3) than other instruments such as a 
floating balance, a Preston tube, or a sublayer fence. 

The directional sensitivity of a single-element heat-transfer gage was 
first demonstrated by Ludweig (ref. 1), and the measurement was repeated by 
Drinkuth and Pierce (ref. 4). McCroskey and Durbin (ref. 5) developed a 
double-sensor hot-film gage for three-dimensional boundary layers and cali- 
brated the gage for its directional and magnitude sensitivity. In the 
construction of this gage, nickel is chemically deposited on a thin plastic 
film and, after the calibration, the gage can be bonded to a test surface. 

The overall size of the gage in planview is ~10 mm (~0.4 in.) and is appro- 
priate for the large-scale wing and rotor blade models for which it was 
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designed. The gage can be placed in any desired location, but in the current 
design, the gage and the connecting leads protrude into the boundary layer 
(i.e., the roughness height is large for its use in the high Reynolds number, 
turbulent boundary layers) . 

To accurately measure the convected heat transfer into the boundary layer, 
it is crucial that the conduction heat loss into the substrate of the gage is 
kept as low as possible. Most of the commercially available gages, with their 
sensors mounted on thick quartz rods, give unsatisfactory results in this 
respect. The conduction heat loss of the McCroskey gage (ref. 5) depends 
significantly on the type of surface to which the gage is attached. Rubesin 
et al. (ref. 6) tested various substrate materials and made a considerable 
improvement in reducing conduction heat loss by casting a wire into a thin 
layer of epoxy on a polystyrene substrate. Murthy and Rose (ref. 7) extended 
Rubesin' s work and introduced a simplified fabrication process by applying 
solvent to "bury" a wire on the substrate. 

The present investigators utilized the idea of the McCroskey gage and 
the fabrication technique of Murthy and Rose to develop a compact (3.18 mm 
(0.125 in.) overall diameter) bi-directional, buried-wire, skin-friction 
gage for measurements beneath three-dimensional, turbulent boundary layers. 

The construction and calibration of the gage and the representative results 
of the shear stress magnitude and direction on a circular cone model at 
incidence in a Mach 0.6 airstream are presented here.^ 

The gages tested here were fabricated by Fred Lemos in the Model and 
Instrument Machining Branch at Ames. His skillful efforts are hereby 
acknowledged. 


GAGE FABRICATION 


The present configuration of the skin-friction gage is shown in figure 1; 
its fabrication essentially followed the procedure for a single-element gage 
reported by Murthy and Rose (ref. 7). Four nickel electrodes were placed in 
a mold and polystyrene was injected to form a 3.18-mm (0.125-in. )-diameter 
plug around the electrodes. Tungsten wires, 5 p in diameter, were then spot- 
welded to the exposed ends of the electrodes. A drop of ethyl acetate solvent 
was then applied to the exposed end of the gage using a miniature syringe. 

The solvent dissolves a thin layer of the polystyrene so that the tungsten 
wires become immersed and coated due to the capillary action of the liquid 
polystyrene, which eventually rehardens and "buries" the tungsten wires. The 
probe was protected from room drafts during this rehardening period to prevent 
rippling of the surface. 


’■While this report is concerned with the mean shear stress measurement, 
a further study is underv/ay that concerns the gage sensitivities to the 
fluctuating shear stress, pressure, and flow direction. 
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It is appropriate to mention the installation of the gage in a curved 
surface. When the gage is installed so that the outside edge of the probe is 
flush with the test surface, the center of the gage is then recessed slightly. 
Given the probe diameter d and the radius of curvature of the model R(,, 
this amount of recess g is estimated as 

s * Rq - ~ 

For example, given the present probe diameter d = 3.18 mm on a body with 
radius 102 mm, the amount of recess is 12 p, and generally this is negligible 
compared with the boundary- layer thickness on the body. 


TEMPERATURE-RESISTANCE CALIBRATION 


The gages were placed in a furnace for a temperature-resistance calibra- 
tion. The temperature coefficient of resistance uq at a reference tempera- 
ture Tq is defined by 

R = Rq[1 + a^CT - Tq)] 

where Tq is normally taken as either 20° or 0°C. A difference in the absolute 
level of electrical resistance, Rq, among the gages was noticeable despite 
their physical similarity. The measured temperature coefficient of resistance 
ranged between 3.72 x 10~3/°C and 4.17 x 10~3/°C at 20°C for wires on the six 
gage specimens tested. The results of the temperature-resistance calibration 
for the wires in the skin-friction gage used in the cone test described later 
are shown in figure 2. The difference shown here is close to the extremes at 
all gages tested. However, as seen later, this did not cause difficulties in 
actual skin-friction calibration of the gage. 

A separate series of tests were conducted to check for potential errors 
in the temperature-resistance calibration, caused by the expansion of the 
plastic substrate. While a gage bonded on a plastic substrate alone gave a 
temperature coefficient of resistance that was considerably higher than that 
for a free wire, the present configuration, encased within a 3 . 18 -ram-diameter 
stainless steel tube (fig. 1), gave a value close to that of a free wire. As 
cited above, there were still differences in temperature coefficients among 
the gages in casings, and perhaps the variation among the location of elec- 
trodes relative to the casing contributed to this difference. 

CONDUCTION HEAT LOSSES OF BURIED-WIRE GAGE 


The relationship between the heat transfer from this type of gage and 
the boundary-layer shear stress at the wall has been discussed by other 
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investigators (refs. 1-3). For present purposes, a correlation in a zero- 
pressure-gradient, boundary-layer flow may be expressed as 


RAT 




1/3 


+ B 


( 1 ) 


The left side of equation (1) corresponds to the heat-transfer coefficient 
of the gage; the quantity B on the right side represents the heat conducted 
into both the substrate and the fluid medium. Suppose that, with no airflow 
(t^ = 0), Fourier's heat conduction law holds and that the material properties 
remain constant. Then the heat-transfer coefficient, E^/RAT = B, should be 
a constant, independent of either wire temperature or wall temperature. 


However, it is often impossible to maintain a constant wall temperature 
during the operation of a wind tunnel. For example, in the High Reynolds 
Number Channel at Ames Research Center (ref. 8), the air temperature falls 
rapidly over a range of 30°C during blowdown operation and, presumably, the 
tunnel wall temperature also falls. Thus, it would be of interest to prove 
whether the above statement on the heat conduction losses of a buried wire 
gage is factual. 

This contention was tested in a series of experimental environments: a 

single- element, buried-wire gage was placed in a glass bulb and installed in 
a furnace. The bulb effectively isolated the gage from convection currents 
produced by a circulation fan within the furnace. In addition, the gage was 
placed in a vacuum to completely eliminate convection losses. Finally, heat 
conduction losses were measured on gages within a nonrunning wind tunnel to 
determine if the laboratory conditions were carried over under conditions 
when the gages were in use. The conduction heat loss of the gage was then 
measured by connecting the gage to a constant-temperature, hot-wire anemometer. 
Both the ambient and wire temperatures were independently varied during the 
course of the furnace test and, as shown in figure 3, the results indicate 
that the heat loss depends only on the temperature difference between the wire 
and the surroundings. The same gage was tested by G. Mateer (private communi- 
cation, 1978) in the High Reynolds Number Channel and the no-flow heat loss 
was measured before and after the operation of the tunnel during which large 
changes in the tunnel wall temperature occur. As a result of the aerodynamic 

cooling of the tunnel wall (T^gil min. was 12°C), a larger wire overheat 

was possible with the same maximum allowable temperature (see below). Mateer's 
results, also shown in figure 3, are consistent with the results obtained 
from the furnace test. The slight shift in level between the two tests is 
considered reasonable because different environments and measuring systems 
were used. Both test results show a change in the heat-transfer coefficient 
at low wire overheats. This operating region should obviously be avoided 
when making skin-friction measurements, particularly when the wall tempera- 
ture varies. At the higher overheats, the heat-transfer coefficient appears 
to approach an asymptote, but some variation is still noticeable even at 
AT ~ 83°C. Therefore, when a variation in the wall temperature is encountered 
during a skin-friction measurement, it is essential that the wall temperature 
be monitored so that a potential shift in the skin-friction calibration can 
be taken into account . Even though the highest overheat possible is recom- 
mended, the polystyrene material used to construct the present gage sets an 
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upper bound to the allowable overheat for a given ambient temperature. An 
excessive wire temperature may loosen the bond between the wire and the sub- 
strate and cause erratic measurements. 

Note that the heat-loss measurements under no-flow conditions include 
natural convection losses or conduction into still air, in addition to the 
conduction of heat into the substrate. Thus, the evaluation of quantity B 
in the heat-transfer equation by extrapolation of the flowing conditions to 
zero skin friction may not agree with the no-flow condition. To assess the 
importance of natural convection effects, additional tests were conducted in 
the vacuum chamber; these results are also shown in figure 3. The contribu- 
tion of natural convection to the total heat transfer appears to be signifi- 
cant. In the pilot channel, the measured no-flow heat loss was considerably 
different from the intercept of the shear stress calibration, as shown in the 
next section. Generally, it is recommended to evaluate the value of B in 
equation (1) from extrapolation of the flowing conditions. 

In the High Reynolds Number Channel experiment, the measured wall tem- 
perature was used in figure 3 to infer the heat conduction loss, and repeat- 
able results were obtained by Mateer over a large temperature variation. 

As discussed in the following sections, the calibration of the bi- 
directional buried wire gage was conducted in the Ames 10- x 15-cm (14 x 6 in.) 
pilot channel; the experiment on the cone was conducted in the Ames 1.8-xl.8-m 
(6-x 6-ft) continuous wind tunnel. The temperature in both tunnels 
was steady within a few degrees centigrade and no correction on heat conduc- 
tion loss was needed, but an attempt was made to keep the overheat temperature 
difference constant with reference to a measured wall temperature. The result 
was satisfactory. 


DIRECTION AND MAGNITUDE CALIBRATION OF SKIN-FRICTION GAGE 


The calibration of the gage was conducted in the 10 x 15 cm (4 x 6 in. ) 
Subsonic Wind Tunnel (ref. 9) at Ames Research Center and for which the free- 
stream Mach number ranged between 0 and 0.6. The skin-friction gage was 
mounted on a plug that was placed in one of the tunnel walls. The configura- 
tion of the plug is shown in figure 4. The probe was rotated about its axis 
and the probe angle was read from a protractor situated outside the tunnel. 

A Preston tube and a static pressure port were also placed on the plug and 
the magnitude of the wall shear stress was deduced using the correlation of 
Bradshaw and Unsworth (ref, 10), which includes effects of compressibility 
where applicable. In our test, the gages were operated at 60°C with a DISA 
55M10 constant temperature anemometer. The wall temperature was measured by 
turning off the power to the gage and measuring the cold resistance of the 
wire between heated wire tests in lieu of a separate wire for temperature 
monitoring for each data point. 
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The calibration results for each sensor on the gage placed normal to the 
flow direction are presented in figure 5. The output from each wire followed 
the theoretical 1/3 power law, equation (1), quite well. 


The directional sensitivity of each sensor is assumed to have the form 
e2 


RAT 


= A (cos^a + K^sln^a)^'^^ + B 


( 2 ) 


Here, it is assumed that the conduction heat loss B is independent of flow 
angle. (Note that equation (2) reduces to a cosine law when the tangential 
component of skin friction along the sensor is ignored, i.e., K = 0.) Then 
the magnitude and the direction of the skin friction can be determined as 
follows. Label the two perpendicular buried wires as Nos. 1 and 2, then; 


E ^ 

1 „ . , ,1/3, 2 ...2.2 ,1/6 

- ®1 - “l * ‘'l 


E ^ 

2 , a/3. 2 . „ 2 . 2 . 

- B2 = A^Cp^P^t^) (cos sxn a^) 


(3) 


If we define 


and 


X ^ - Bl) 

’2 == (r^AT^ ■ * 2 ) 


(4) 


and if the condition + 02 = ti/ 2 is considered, equations (3) become 

o r ^l/3/ 2 ^ „ 2 . 2 a/6 

Sf = (p^y^T^) (cos sin a^) (5) 

c / n1/3/ -2 ^ ^ 2 2 a/6 ... 

^2 “1 ^2 


An equation for the wall shear stress is obtained by eliminating between 
equations (1) and (2) with the result 


pyx = 

WWW 


(1 - ^2^)3^^ + (1 - K^^)S2^ 


1/2 


(7) 
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As for the direction of the skin-friction vector, equations (5) and ( 6 ) 
show that the quotient of Sj^/S 2 is a unique functio ‘ of the direction, aj_, 
and is independent of the magnitude of the skin friction. Generally, the two 
sensors do not have to be perpendicular to one another for tkis purpose even 
though it is less convenient to use. McCroskey and Durbin (ref. 5) discussed 
a measurement of the direction of the shear stress using a film gage; a sensi- 
tive form of analyzing the signals suggested by them is 

o c / 2 ^^ 2,2 , 1/6 , . 2 ^ ^ 2 2 , 1/6 

S, - S_ (cos + K. sin a.) - (sin + K„ cos a.) 

- -- 2 - 7"\:2\i/6: 2 2 ' 2”l7 6 

1 2 (cos sin + (sin + K 2 cos 


where 0 , the direction of the flow relative to the probe centerline, is equal 
to (tt/ 4) - in the present reference frame. 

For unmatched sensors, it may be that Kj K 2 , but, as shown below, the 
difference between the two sensors on each gage tested was found to be small. 
When it can be assumed that = K 2 = K, then the absolute magnitude of the 
shear stress in equation ( 6 ) takes the simple form: 


P P T = 
WWW 


(s/ + 

(1 + 


(9) 


In the calibration of the gage, values of the coefficients of directional 
sensitivity and K 2 can be obtained from a plot of S^(ai) or S 2 ( 02 ) 

when these are suitably normalized. The normalizing parameter is the output 
when one wire sensor is perpendicular to the on-coming shear stress vector. 

Figure 6 shows the directional sensitivity of each sensor on the probe at 
various shear stress levels. The independence of the directional sensitivity 
on the magnitude of shear stress is demonstrated. Figure 6 also shows the 
analytical form given in equations (5) and ( 6 ) (with a representative value of 
and K 2 ) and demonstrates good agreement with experimental data. 

The results of the directional calibration of the buried-wire pair as a bi- 
directional, skin-friction gage are shown in Figure 7. Experimental data are 
compared with the analytical form given on the right side of equation ( 8 ) with 
the value = K 2 = 0.35. For practical purposes at small angle of incidence, 

a visual line fit to the data was used as shown. It is demonstrated that the 

direction of the skin-friction vector can be determined to within an accuracy of 

±5°, when the flow direction is less than 35°, using the line fit to the data. 

The variation of the quantity (Sj^^ + 82 ^)^^^ for different yaw angles 
is shown in figure 8 . As suggested by equation (9), the value of this quan- 
tity is seen to remain nearly constant over the yaw angle range we surveyed. 

The magnitude of skin friction obtained with the Preston tube is plotted 
against the measured values of (Sj^^ 4- 82 ^) ^/2 in figure 9. From equation 
( 8 ), the value of K is determined to be 0.35 for the gage tested, which is 
consistent with the results in figure 6 . 
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There is an alternative way of obtaining the magnitude of skin friction 
instead of equation (7) or (9). After determining the direction of the skin 
friction, one can use equations (1) and (2) to determine the magnitude of the 
skin friction from the known value of K, but the method introduced above is 
more direct and convenient to use. 


EI'JERIMENT ON THREE-DIMENSIONAL SEPARATED TURBULENT FLOW OVER A 

CONE AT HIGH INCIDENCE 


Skin-friction measurements using the bi-directional, buried-wire gages 
were made on a 1.4-m (54-in. )-long 5° semi-angle circular cone, sting-mounted 
at 12° angle of attack in the Ames 1.8 x 1.8 m (6- x 6-ft) closed-circuit 
wind tunnel at M^=0.6, Details of the experiment are provided in refer- 
ence 11. 

Figure 10 shows the location of two bi-directional, buried-wire, skin- 
friction gages on the unwrapped cone surface at the 0.85-length station, and 
a schematic representation of the lee-side flow field. The same design of 
Preston tubes, or diameter 0.42 mm (0.016 in.) as used for the gage calibra- 
tion, was also installed at the 0.85 station to determine the mean level of 
skin friction at zero incidence, and along the windward generator when the 
cone was pitched. 

Figure 11 provides a comparison between some preliminary surface shear 
stress directions m (relative to the cone generators) obtained from oil dot 
streaks and those angles deduced form the bi-directional, buried hot-wire gage 
with the cone at an incidence 2.5 times the semi-nose angle. The maximum 
value of to given from the gage is close to 40° in the vicinity of the mini- 
mum pressure point near <t> ~ 100°. (Note that the circumferential angle 
is measured from the windward to the leeward generator.) The boundary layer, 
in proceeding around the lee-side of the cone, encounters a strong circum- 
ferential adverse pressure gradient and thickens rapidly. The cross-flow 
angle to reduces progressively to zero, at which point the shear stress 
trajectories converge and run parallel to a generator, the primary separation 
line, (see schematic drawing in fig. 10). The second pressure minimui.., 

caused by the induced effect of the primary vortices, drains fluid from the 
region of the leeward generator, appreciably thinning the flow there. This 
movement of fluid beneath the vortices itself separates from the cone surface 
at <}>s2» ^ scale substantially smaller than the primary flow. Between (|>g 2 ^ 

and Is2’ there must be yet another divergent attachment line region where 
to = 0 tsee figs. 10 and 11), from which fluid diverges to feed both separa- 
tion lines at (f)^. 

The qualitative agreement between the oil-flow results and the buried- 
wire results is satisfactory, but figure 11 reveals a discrepancy in magnitude 
of the shear stress angle. The explanation for the discrepancy will be pursued 
in a forthcoming repeat experiment. 
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The variation in magnitude of the resultant surface shear stress at the 
0,85-axial station in subsonic flow obtained from a bi-directional, burled- 
wire gage is shown in figure 12 (note that the Preston tube "fixes" the level 
at one point). The maximum uncertainty in the absolute levels of shear stress 
deducible from the buried-wire gages is about ±15%. The variation of the 
local skin-friction coefficient with circumferential angle at Mach 0.6 follows 
the trends established in Rainbird's (ref. 12) Mach 1.8 and 4.25 measurements. 
The skin friction reduces smoothly to a minimum, but finite, value at the 
primary separation line that is lower than the zero incideJice value for 
attached flow. The skin friction is again minimum at the secondary separa- 
tion, with high values due to the divergent attachment line flows between the 
separation lines and along the leeward meridian. In fact, the boundary layer 
along the leeward generator accelerates rapidly in the lateral sense due to 
the very favorable pressure gradient caused by the primary vortices. The 
shear stress increases to a value well above that at the windward generator 
with a concomitant surface shear direction of -20° at <j> ~ 170°. 


CONCLUSIONS 


The fabrication, calibration, and testing of a new type of skin-friction 
gage consisting essentially of a pair of buried (yawed) hot wires on a poly- 
styrene substrate, has been performed. Sample gages were then mounted in the 
surface of a circular cone, which measured the magnitude and direction of the 
shear stress beneath the three-dimensional separated turbulent boundary layers 
at Mach 0.6. A point calibration was also provided by the Preston tube. The 
device shows good potential for general use with three-dimensional boundary 
layers in both subsonic and supersonic flows, but very careful calibration and 
monitoring of the conduction heat loss must be made frequently to offset the 
problems w^ith drifting of the signal levels. 
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SECTION 

ALL DIMENSIONS ARE IN mm (in. 


POLYSTYRENE PLUG 


0.38 (0.015) diam 
NICKEL ELECTRODE 


3.2 (0.125) OD 
STAINLESS STEEL TUBING 


EPOXY FILLING 
SHIELDED CABLES 


Figure 1.- Drawing of bi-directional, buried-wire, skin-friction gage. 
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Figure 3.- Conductive heat-transfer measurements for the single-element, 

buried-wire, skin-friction gage, with 5-y-diameter , 1,59-mm-long tungstc-n 
wire. 
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Figure 4.- Skia-frlction gage calibration plug. 
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Figure 5.- Calibration of each element of bi-directional, buried-wire gage 

normal to flow. 
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(Sf +S|)^/2 X 10*^, sec^/m® 



l3, deg 


Figure 8.- Magnitude sensitivity of bi-directional, buried-wire gage 
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Figure 9.- Magnitude calibration of bi-directional, buried-wire gage. 
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BIDIRECTIONAL BURIED WIRE SKIN FRICTION GAGE 
STATIC PRESSURE ORIFICE, 0.51 mm (0.020 in.) diam 
"KULITE" PRESSURE TRANSDUCER, ORIFICE 1.00 mm (0.040 in.) diam 
OFF-SURFACE WIRE 

PRIMARY SEPARATION LINE (CONVERGENCE) 

SECONDARY SEPARATION LINE (CONVERGENCE) 

“REATTACHMENT" LINE (DIVERGENCE) 



Figure 10.- Instrumentation on unmapped cone surface and schematics of 
lee-side flow in cross section. 
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SURFACE ANGLE, to deg RELATIVE TO CONE GENERATOR 
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Figure 11.- Wall shear stress directions, = 0.6, 


a /0 
c c 


== 2.5. 
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MEAN SHEAR STRESS, C 


R, 13.5x10® 

^OO 

4% NOSE BLUNTNESS 
AXIAL STATION, 0.85 L 

O MEASUREMENTS FROM PAIR OF YAWED 
HOT WIRES AT SURFACE 



j^igure 12.- Wall shear stress magnitude, = 0.6, = 2.5. 
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